Cervical, thoracic, and lumbar spinal instrumentation led to improved outcomes in many patients in the 1980s. In the subsequent 10 years we witnessed further refinements in instrumentation, the development of new interbody techniques, improvements in spinal navigation, and an increasing focus on minimally invasive approaches and exposures. Despite these advances, there remains a genuine disparity between current and ideal patient outcomes. Presently there is tremendous interest in preservation and maintenance of both neurological and spinal function. In the future the disciplines of molecular biology and genetics may ultimately provide true regenerative capabilities. Unfortunately, this technology is in its infancy; therefore, the development of devices that preserve and/or restore the functional motion segment will constitute the next great advance in spinal surgery.
Why consider spinal arthroplasty? Current surgical strategies for symptomatic segmental spinal degeneration include decompression (usually via discectomy) and arthrodesis (with or without decompression). Each of these treatment modalities has failed to ensure large numbers of patients of long-term relief of spine-related pain.
TREATMENT OF SPINAL DISEASE

Spinal Discectomy
Many surgeons believe that the current management of simple extruded discs provides excellent results; however, this notion is not well supported by the literature. Although discectomy is effective in relieving significant radicular pain, its overall success rates range from 48 to 89%. 9, 24, 40 In general, pain recurs in direct proportion to time from surgery. Ten years following lumbar discectomy, 50 to 60% of patients will experience significant back pain and 20 to 30% will suffer recurrent sciatica. 29 In general, these suboptimal results are most likely related to continuation of the degenerative processes, recurrent disc ruptures, segmental instability, and spinal stenosis. 28, 29 There are numerous reasons for the failure of surgical therapy. In some patients disc degeneration may not have been the primary pain generator. Other relapses may be due to disc space collapse. Although disc height is often decreased preoperatively in patients with a herniated nucleus pulposus, it is even more common following discectomy. 24 Disc space narrowing decreases the size of the neural foramina, alters facet loading and function, and may adversely affect global sagittal balance. Diminutions in the height of the disc increase intraarticular pressure, thereby producing abnormal loading patterns, which may lead to biochemical changes in the intraarticular cartilage at both the level of the affected disc and the adjacent level. 14, 22 Overall, this process predisposes individuals to develop hypertrophic changes of the articular processes. 44 Furthermore, segmental narrowing allows for rostral and anterior displacement of the superior facet joint, which becomes very important when it impinges on the exiting nerve root that traverses an already compromised foramen.
the functional spinal unit. The stiffness of a segment is inversely related to the amount of nuclear material that is removed. Even partial disc excisions are associated with significant increases in sagittal, coronal, and axial rotation across the affected segment. 19 Disc excision may also lead to instability at the level above the surgically treated segment. 20, 47, 48 Spinal Arthrodesis Arthrodesis, with or without decompression, has been a major surgical treatment for symptomatic spinal spondylosis for more than 40 years. [6] [7] [8] 35, 46 Fusion eliminates segmental instability, preserves sagittal balance, and halts further degeneration at the surgically treated level(s). Additionally, interbody procedures can be performed to restore normal disc space height. The major rationale for spinal arthrodesis is that pain can be relieved by eliminating motion across a destabilized or degenerated segment. 51 Good to excellent results have been reported in 52 to 100% of patients undergoing anterior lumbar interbody fusions and 50 to 95% of those undergoing posterior lumbar interbody fusion. 31, 42, 50, 56, 57 Spinal fusion is not, however, a benign treatment. Numerous patients may develop recurrent symptoms years after the original procedure. Lehmann, et al., 32 assessed the long-term (21-33-year) results of lumbar fusions. They found that approximately 50% of patients suffered lowback pain requiring medication at last follow up and approximately 15% required additional surgery during the study period. Fusion perturbs the biomechanics of adjacent vertebral levels, which may be the reason that symptomatic hypertrophic facet arthropathy, spinal stenosis, disc degeneration, and osteophyte formation have all occurred at levels adjacent to a fusion site. 1, 18, 25, 28, 32, 34, 49 Finally, there are a number of other drawbacks to fusion, including loss of spinal mobility, graft collapse resulting in suboptimal sagittal balance, autograft harvest site pain, and alteration of muscular synergy. Even in the cervical spine, where the results are thought to be better than in the lumbar region, Hilibrand and coworkers 26, 27 have reported that the rate of symptomatic disc degeneration in levels adjacent to a cervical fusion is approximately 3% per year. DiAngelo, et al., 12 have demonstrated that arthrodesis increases local motion in adjacent segments as well as their contribution to global cervical motion. This is probably a significant factor in the acceleration of adjacent-level disc degeneration.
Adequate neural decompression will eliminate radiculopathy and halt progression of myelopathy in almost all cases. The primary cause of recurrent radicular and persistent or recurrent axial pain following surgical treatment of degenerative disc disease is almost certainly inadequate or nonphysiological reconstruction of the spinal column. Just as hip and knee arthroplasty revolutionized the treatment of degenerative disease in these joints, it is possible that the development of the artificial disc may similarly affect the treatment of spinal spondylosis.
The idea of replacing a spinal disc is not new. One of the first attempts to perform disc arthroplasty was undertaken by Nachemson 39 40 years ago. Fernstrom 17 attempted to reconstruct intervertebral discs by implanting stainless-steel balls in the disc space. In 1966 he reported on 191 implanted prostheses in 125 patients. Subsidence occurred in 88% of patients during the 4-to 7-year follow-up period. These pioneering efforts were followed by more than a decade of research on the degenerative processes of the spine, spinal biomechanics, and biomaterials before serious efforts to produce a prosthetic disc resumed.
SPINAL ARTHROPLASTY
There are a number of factors that must be considered in the design and implantation of an effective disc prosthesis. The device must maintain the proper intervertebral spacing, allow for motion, and provide stability. Natural discs also act as shock absorbers, and this may be an important quality to incorporate into prosthetic disc design, particularly when considered for multilevel lumbar reconstruction. Currently, spinal segmental reconstruction can be divided into two groups: nucleus replacement and total-disc replacement.
Nucleus Replacement
Replacements for the nucleus pulposus are designed to be used in cases in which the nucleus has undergone significant degeneration but the anulus and supporting fibers are relatively healthy. 3 Contraindications to disc nuclear replacements include an interspace less than 5 mm, spondylolisthesis, and Schmorl nodules, all of which may adversely affect the implant's performance.
The most widely studied nucleus replacement is the Prosthetic Disc Nucleus. At least 450 patients have been treated with this implant. This device replicates the physiological function of the nucleus and can restore disc space height. The Prosthetic Disc Nucleus implant consists of a hydrogel core constrained within a woven polyethylene jacket ( Fig. 1 upper left) . 43, 45 To minimize the preimplantation size of the Prosthetic Disc Nucleus, the hydrogel core is compressed and dehydrated during manufacturing. Platinum-iridium wire markers inserted into the core allow radiographic identification of the device. The tightly woven, ultrahigh-molecular weight polyethylene allows fluid to pass through to the hydrogel. This flexible but inelastic jacket constrains horizontal and vertical expansion upon hydration yet permits the hydrogel core to deform and reform in response to changes in compressive forces. Once implanted, the hydrogel immediately begins to absorb fluid and expand. Although most hydration occurs in the first 24 hours, the Prosthetic Disc Nucleus requires approximately 4 to 5 days to reach maximum expansion. Currently this is the only nucleus replacement that can distract the interspace. Because of its distraction capabilities, it can be implanted into segments as small as 5 mm, whereas the nondistracting nucleus replacements will probably function best in disc spaces that have maintained a height of 10 mm.
The Prosthetic Disc Nucleus device is available in 5-, 7-, and 9-mm sizes. There are both anterior and posterior implants that are available in rectangle or wedge-shaped configurations. Sizing templates help to determine if a patient should receive one or two implants. Placement of two Prosthetic Disc Nucleus devices within the disc space is optimal for symmetrical elevation of the segment. When two implants are placed in a single interspace, they are tied together by using a suture to minimize the risk of migration. This device has been extensively assessed by mechanical and in vitro testing, and the results have been favorable. 43, 45 Wilke, et al., 54 examined the biomechanics of cadaveric lumbar spines in which the Prosthetic Disc Nucleus was inserted at the L4-5 level. Six spine specimens were preloaded with 200 N, after which sagittal, coronal, and axial rotation was assessed following exposure to a 7.5-Nm load in each of the respective planes. The disc space height in the neutral position was also measured. The spines were examined in the intact condition, following a right unilateral hemilaminotomy and discectomy, as well as after implantation with two nonsutured Prosthetic Disc Nucleus implants. In this testing paradigm, the Prosthetic Disc Nucleus implants normalized motion kinetics in the postdiscectomy spines and increased the disc space height. This study is flawed by the fact that the Prosthetic Disc Nucleus implants were not allowed to become fully hydrated. Full hydration probably would have increased the disc space height further and may have altered the mechanical properties of the device itself.
Clinically, Schönmayr, et al., 45 reported on 10 patients treated with the Prosthetic Disc Nucleus in whom a minimum of 2 years of follow-up data were available. Significant improvement was seen in both the Prolo and Oswestry Disability Index Scale scores, and segmental motion was preserved. Overall, excellent results were demonstrated in eight patients. Migration of the implant occurred in three patients, but only one required reoperation. One patient, a professional golfer, responded favorably for 4 months until his pain returned. Marked degeneration of his facets occurred, and his pain was relieved by facet injections. He underwent fusion and since has done well. Although the devices have been primarily inserted via a posterior exposure, one physician has described Prosthetic Disc Nucleus placement via an anterolateral route traversing the psoas muscles (R Bertagnoli, unpublished data). One advantage of this technique is to avoid the migration that occurs in up to 8% of cases in which surgery is performed via the posterior approach. The lateral anular opening is not in the sagittal plane and does not result in iatrogenic injury to the important tension bands (anterior and posterior longitudinal ligaments). I am unaware of any Prosthetic Disc Nucleus-related migration following placement performed by traversing the psoas muscles.
A number of other nucleus replacement implants are under development. In contrast to the Prosthetic Disc Nucleus device, none of the new implants appears to be able to increase the intervertebral disc space height. No significant volume of clinical data exists concerning the outcomes of patients receiving these implants; therefore, it is impossible to make any valid assessment concerning outcomes at this time.
Aquarelle is a hydrogel-based nuclear replacement. The hydrogel material is a polyvinyl alcohol, which is hydrated to a physiological water content of approximately 80% prior to implantation. This viscoelastic material exerts a uniform pressure across the endplates. Biomechanically, the Aquarelle device has performed well in fatigue testing up to 40 million cycles. The authors of cadaveric studies have demonstrated that the device does not extrude after implantation, and there was no evidence of local or systemic toxicity to the polyvinyl alcohol or its particles in a baboon study (H Yuan, unpublished data).
Aquarelle is inserted through a 4-to 5-mm tapered cannula that enters the disc space via a small opening in the anulus. The interspace may be accessed via a lateral or posterior route.
Newcleus is a spinal nuclear replacement device constructed with a polycarbonate urethane elastomer. The material is biocompatible and has been used in cardiovascular applications. Newcleus is manufactured in a manner that aligns the molecular chains in a specific configuration, which causes the device to curl up in a spiral in its natural state. This property enables Newcleus to fill fully the intervertebral space and exert tension on the anulus. Postimplantation, the device absorbs water to approximately 35% of its net weight. Functionally, it acts as a spacer with some shock-absorbing capabilities. The device is implanted using the same approach as for microdiscectomy. It may be possible at some point to place the implant percutaneously.
At least two nuclear replacements are being developed that consist of polymers that are cured in situ. The ability to insert these implants via a small anular window may be an attractive factor in selected patients. Theoretically, this would allow for implantation in a minimally invasive procedure with very little risk of implant-related migration.
The Prosthetic Intervertebral Nucleus is an in situ curable polyurethane that is injected into a polyurethane balloon through an attached catheter. It polymerizes in the disc space in minutes, after which the catheter is removed. BioDisc is constructed with a protein hydrogel. This in situ curable protein hydrogel is injected into the disc space and cures within minutes.
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Total-Disc Replacement
The Link SB Charité III, now in its third generation, is the most widely implanted total-disc replacement. 36 Overall, more than 2000 devices have been implanted worldwide. The Charité III consists of a biconvex ultrahighmolecular weight polyethylene spacer surrounded by a radiopaque ring for radiographic localization. The spacers are available in different sizes. This core spacer interfaces with two separate endplates constructed using casted CoCrMo alloy. Each endplate has ventral and dorsal teeth to discourage migration. The endplates are coated with titanium and hydroxyapatite to promote bone bonding ( Fig. 1 upper right) . The prosthesis is available in five different sizes: 7.5 ϫ 23, 8.5 ϫ 25, 9.5 ϫ 27, 10.5 ϫ 29, and 11.5 ϫ 31 mm (height ϫ width). The endplates vary in angulation from 0 to 10°. The unique design of the Charité III allows it to provide unconstrained kinematic motion across the implanted spinal segment device. Although there is great concern regarding wear-related debris in hip prostheses in which ultrahigh-molecular weight polyethylene articulates with metal, this does not appear to occur when the Charité III device is used. 36 To date, the overall Charité implant-related results have been good. In 1994 Griffith, et al., 23 reported significant improvements in pain, walking distance, and mobility in 93 patients at 1-year follow up. A device failure, dislocation, or migration occurred in 6.5% of patients. There were three ring deformations, and three patients required reoperation. Lemaire, et al., 33 published the results after implanting the SB Charité III device in 105 patients for whom the mean follow-up period was 51 months. Although no displacement was associated with any of the implants, three of them settled. The overall outcome-related failures appeared to be due to facet pain. David 11 described a cohort of 85 patients who underwent a minimum follow-up period of at least 5 years after the Charité prosthesis was implanted. Good or excellent results were recorded in 68%. Fourteen patients reported the result as poor, 11 of whom underwent secondary arthrodesis at the prosthesis-implanted level. It is interesting to note that this surgeon treated 20 patients with spondylolisthesis or retrolisthesis and that the outcome was identical to that of the entire group. Clinical trials involving the Charité III prosthesis are ongoing worldwide. In the United States, the Investigational Device Exemption study enrollment has recently been completed.
The Prodisc was developed by Dr. Thierry Marnay. This implant consists of two CrCoMo alloy endplates with vertical wings (Fig. 1 lower left) . The endplates are coated with a pure titanium Plasmapore surface to improve osteointegration. A monoconvex polyethylene core is inserted in the caudal endplate. Because of the monoconvex configuration of the polyethylene core, this prosthesis can be inserted with considerably less segmental distraction than that required for the Charité III device. Once the polyethylene core is firmly anchored to the caudal endplate, there are only two moveable parts, which results in a kinematic behavior that is best described as semiconstrained.
Good to excellent results have been reported in the majority of patients receiving this implant (T Marnay, unpublished data). 37 The first Acroflex prosthesis consisted of a hexenebased polyolefin rubber core vulcanized to two titanium endplates. 16 In contrast to the two aforementioned prostheses, transmission of motion only works if there is good osteointegration of the endplates. Biomechanically, it exhibits constrained kinematics. At 3-year follow-up examination the following outcomes were reported in six patients who received the original device: two excellent, one good, one fair, and two poor. 16 One patient with a poor result developed a tear in the rubber at the junction of vulcanization. The second generation Acroflex-100 consists of an HP-100 silicone elastomer core bonded to two titanium endplates (Fig. 1 lower right) . Although additional patients have undergone implantation of the Acroflex-100, their outcomes have not been published. 15 
Cervical Arthroplasty
At first glance, it may seem a little more difficult to justify arthroplasty in the cervical spine compared with the lumbar region. Although the current procedures do an excellent job at eliminating radiculopathy and decompressing the cervical spinal cord, every operative intervention either causes some degree of destabilization or eliminates normal motion across the affected spinal unit. There is mounting evidence that arthrodesis increases stress and, therefore, the rate of disc degeneration in the cervical spine. 2, 4, 5, 13, 21, 26, 38, 41, 55 The results of a cervical disc prosthesis, which was originally developed in Bristol, England, have been reported. 10 The second-generation Cummins disc is a ball-andtrough-type device constructed of stainless steel. It is secured to the vertebral bodies with solid screws. It allows unconstrained motion across the segment (Fig. 2) . Cummins, et al., 10 reported on 20 patients who were followed for a mean of 2.4 years. Patients with radiculopathy improved, and those with myelopathy either improved or their symptoms stabilized. Two screws broke, and there were two cases of minor screw backout; further surgery was not required in any of these patients. One joint was removed because it was loose, a treatment failure that was thought to be due to a manufacturing error. It should be noted that the first-generation devices were produced in a local foundry. At the time of removal, the joint was firm-ly attached to the bone and it was covered anteriorly by a smooth scar. A detailed examination revealed that the ball-and-socket fit was asymmetrical, and it is important to note that the surrounding tissues did not contain any significant wear-related debris. Joint motion was preserved in all but two patients (Fig. 3) . Both of these patients had undergone implantation of the device at the C6-7 level; the implants were so large that the facets were completely separated. This size mismatch was thought to be the reason motion was not maintained. Subsidence did not occur. The device is now manufactured in an assortment of sizes.
Wigfield and coworkers 52, 53 have recently reported that the Cummins/Britsol artificial disc decreases adjacent-level motion compared with an arthrodesis. This will theoretically decrease the incidence of adjacent-segment disease.
One group has presented preliminary data obtained in a prospective randomized trial in which they compared the Bristol disc with an instrumentation-assisted arthrodesis for single-level primary cervical disc disease (J Robertson, unpublished data). Analysis of the 1-year data indicated that patients in the arthroplasty arm of the study experienced greater improvement than those who had undergone arthrodesis, based on Neck Disability Index scores, both neck and arm pain visual analog scale scores, and on the mental and physical component scores of the Short Form-36. Segmental cervical motion was maintained across the surgically treated segments in all patients.
This disc prosthesis is currently being evaluated in additional clinical studies in Europe and Australia. An Investigational Device Exemption study will begin this year in the United States.
The Bryan cervical disc system is an intervertebral disc prosthesis designed to allow for normal physiological cervical motion. The device consists of a polyurethane nucleus that is situated between and articulates with two anatomically shaped titanium plates (shells) fitted to the vertebral body endplates (Fig. 4) . The shells are covered with a rough porous coating to encourage osseous ingrowth. A flexible polyurethane membrane surrounds the nucleus and is secured to the endplates with a titanium wire. The closed environment prevents wear-related debris migration and also inhibits the intrusion of connective tissue. Fluid is injected into this sealed space at the time of implantation to reduce friction. The implant allows for unconstrained normal range of motion in flexion-extension, lateral bending, axial rotation, and translation. It also provides a cushioning of axial loads. The Bryan disc is manufactured in five sizes ranging from 14 to 18 mm in diameter.
The initial clinical experience with the Bryan Total Cervical Disc Prosthesis has been promising (Goffin, personal communication, 2000) . Fifty-two devices were implanted in 51 patients by eight surgeons working at six centers in Belgium, France, Sweden, Germany, and Italy. There were no serious surgery-related or postoperative complications. At the time, 26 of the patients had been followed for 6 months, and complete clinical and radiographic data were available in 23. Excellent or good outcomes were demonstrated in 92% of the patients. Sagittal-plane rotation was maintained in all patients, and there was no significant subsidence or migration of the devices.
One group recently presented the preliminary results related to the Bryan disc when used for primary cervical spinal disc degeneration (A Casey, et al., unpublished data). The device performed well in all outcome measures tracked. There were no device-related complications, and motion was preserved.
In conclusion, there has been a tremendous burst of activity in the field of spinal arthroplasty. The primary goal of these devices will be to improve patient outcomes. As researchers strive to achieve this goal, our knowledge of spinal degenerative disease will surely increase.
Sources of Equipment
The Prosthetic Disc Nucleus is manufactured by Ray- 
